Rationale: Molecular hydrogen (H 2 ) is an important gas for atmospheric chemistry, and an indirect greenhouse gas due to its reaction with OH. The isotopic composition of H 2 (δD) has been used to investigate its atmospheric budget; here we add a new observable, the clumped isotopic signature ΔDD, to the tools that can be used to study the global cycle of H 2 .
H 2 has a strong link with microbial life; for example, it is produced in soils and in the ocean in the process of bacterial N 2 fixation, and in microbial fermentation processes. It is an important subsistence source of energy for soil microbes, which makes soil uptake the most important sink for atmospheric H 2 ; 2, 6, 7 it is also an important source of energy for other (chemoautotrophs, extremophiles) microbes. [8] [9] [10] It is involved in anoxic methane formation, for example in wetlands. H 2 is also produced by bacteria in the digestive tract of living animals, including humans, and anomalous H 2 production is used in medicine for diagnosis. 11, 12 Furthermore, H 2 can be produced by geologic processes. Studying the abundance and isotopic composition of H 2 emitted from seeps and volcanoes can provide information about underground processes and temperatures. [13] [14] [15] [16] In addition to its natural relevance, H 2 is also important economically as a clean energy carrier, and its use is expected to increase in the future. 3, 17, 18 Hydrogen has two stable isotopes, protium ( atmospheric samples at natural isotopic abundances. 19, 20 These measurements enabled the study of different components of the H 2 cycle 21-24 and helped constrain the atmospheric H 2 budget, which as a consequence is currently relatively well understood on the large scale. 6, 25, 26 Although H 2 isotope measurements have proven useful, they are difficult to perform, and only few labs had or have this capability.
The δD value quantifies the abundance of D atoms in the sample and it is estimated from the measurements of HD/H 2 molecular ratio.
DD molecules are also present in natural H 2 , but at such a low abundance that they do not contribute significantly to the total D quantity. However, the DD content in H 2 is a potentially interesting and independent tracer. At stochastic distribution of isotopes among molecules, the DD content is related to the HD content, and thus to the δD value. However, at ambient temperatures formation of DD molecules is thermodynamically favored over HD, because the zero-point energy is lower for the left-hand side of the exchange reaction below:
At thermodynamic equilibrium, DD will be enriched compared with the amount corresponding to a stochastic distribution. Thus, while the total D proportion stays constant, at different temperatures the D atoms are distributed between HD and DD in different fractions. At high temperatures (>1000°C) the thermodynamic equilibrium tends towards the stochastic distribution HD 2 /HHxDD = 4.
It is interesting to note that the equilibrium has been used as a prime example for illustrating the principle of clumped isotope fractionation in the past, 27 although multiply substituted isotopologues have never been measured at natural abundance before, only when enriched mixtures were used. [28] [29] [30] The distribution of the D atoms between the HD and DD molecules is quantified by the ΔDD value (see section 2 for definition).
For H 2 in thermodynamic equilibrium, according to classical isotope theory, ΔDD is expected to be strongly temperature dependent, with a temperature coefficient of about −1‰ per°C at ambient temperatures 5 (see also Figure 6 ). Thus, when the sample can be assumed to be in thermodynamic equilibrium, ΔDD can be used to derive the temperature of equilibration (or formation The clumped isotope ratio of molecular hydrogen at natural abundances has never been measured. That is partly because of the very low abundance of the DD molecules. Furthermore, the DD molecule and the 4 He molecule interfere at the same nominal mass 4 and are not distinguishable using conventional isotope ratio mass spectrometry (IRMS) instruments. However, instruments with much higher mass resolution have become available in recent years. This has opened up the possibility to measure new isotopic signatures, including the very rare clumped isotopes.
In this paper we report the first high-precision (‰ level) measurements of the abundance of DD in H 2 at natural isotopic composition, using the new high-resolution, high-sensitivity MAT 253-Ultra IRMS. We describe the measurement method, which is based on rapid sequential measurement of HH, HD and DD, and evaluate the performance. We also present isotope equilibration experiments at different temperatures that we performed for validation, and compare them with the temperature dependence expected from theoretical calculations.
| METHODS

| Definitions and units
D/H and DD/HH ratios are reported using the δ values, defined as follows:
The international reference is Vienna Standard Mean Ocean Water (VSMOW), with a D/H ratio of (155.76 ± 0.8) × 10 −6 .
The clumped isotope value ΔDD is calculated as the relative difference between the actual DD/HH ratio and the stochastic DD/HH ratio; the stochastic ratio is calculated from the D/H content, assuming stochastic distribution of H and D atoms in HH, HD and DD molecules.
The Therefore, when relating the abundances of DD and HD molecules,
| Instrument
The high-resolution isotope ratio mass spectrometer MAT253-Ultra Figure 1 is less than 30 cps -these scans were made using a different gas from the one shown in Table 1 , and a different source pressure.
| Measurement method
The measurement of the three molecules of interest (HH, HD, DD)
cannot be performed at the same time, because the large relative difference between the three isotopologue masses results in a dispersion of the three ion beams that is larger than the collector plane of the instrument (dispersion of~15%). Thus for H 2 we developed a method in which the different isotopologues are measured sequentially.
In this measurement method, we define a separate collector configuration for each isotopologue, and the measurement sequence cycles through these three configurations. Each step involves adjusting the magnetic field -this will be referred to as "peak hopping" short "dummy" measurement series for the CDD stabilization. This is followed by 5 long (33 s) analyses, which are averaged, resulting in one data point. The HD/HH ratio is determined for each gas before and after the DD measurement, as a check for memory effects when switching between the sample and reference gas.
The final δ values are calculated from the isotope ratios of the sample and the bracketing reference gas.
This method poses particular challenges to the stability and performance of the instrument, which are conceptually different from conventional isotope ratio measurements that use multiple collector arrays where the different isotopologues are recorded simultaneously.
i) After measurement of each individual isotopologue, the magnetic field has to be changed in order to record the following isotopologue. The mass jumps have to be reproducible at thẽ 0.1 mu level for HD and DD because these isotopologues are measured on a narrow peak shoulder ( Figure 1 ). In the MAT 253-Ultra instrument this is facilitated using a high-precision magnetic field probe.
ii) Both the source and the bellow pressure decrease continuously, because the gas is being consumed. Since the isotopologues are measured successively and not simultaneously as in conventional IRMS measurements, the pressure changes from one isotopologue measurement to the next. The isotope ratios and the δ values have to be determined from these dynamically changing signals. This is taken into account by referencing the ratios of gas B to the average of the surrounding ratios of gas A, which mostly cancels the systematic error in ratios due to the pressure decrease. As the flat areas of the pure HD and DD peaks are very narrow (about 1 mu), the stability of the peak position in time is very important. A scan for each mass is performed before starting any new analysis, after which the mass positions are adjusted in the cup configuration. During longer measurements, the stability of the mass position is usually verified by including a "narrow massrange sweep" in each cycle, which is a scan over the mass range surrounding the rising edge of the peak of interest. In our case, the change in the peak position is usually similar for the three masses;
thus a sweep around mass 3 is sufficient for assessing the stability.
Mass scale instabilities are still one of the limiting factors for successful analyses.
The equilibration time when switching between two gases (from two bellows) is set at 10 s. The time after which the H 2 in the source is removed was tested by filling the source with H 2 sample at the normal working pressure, and then closing the sample inlet valve to the source and monitoring the removal of the gas from the source.
The signal intensity dropped to less than 0.05% of the initial count within 2 s with the S-window closed (less than 0.02 in 2 s with the S-window open). For the H 2 measurements, the S-window is closed.
| Gases
For setting up and testing the measurement method, we used a number of H 2 gases and mixtures with different isotopic composition.
The δD scale is maintained using two small calibration H 2 cylinders A summary of the gases used is given in Supplement 1 (supporting information).
| Experiments
In order to optimize and test the H 2 measurement method, about 150 experiments were performed, mostly between July and September 2017. Most experiments involved analyzing two gases (different or not), from two bellows, against each other.
The experiments were carried out to establish:
• instrumental precision under different conditions (e.g. at different source pressures).
• medium-term reproducibility for the same sample (weeks to months).
• consistency of results between different samples.
• temperature equilibration (see section 2.6.1).
An overview of all experiments is given in Supplement 2 (supporting information).
| Heating experiments
According to theory, at thermodynamic equilibrium, ΔDD is strongly dependent on temperature. We performed a series of heating experiments, in which we equilibrated H 2 samples at various temperatures, and compared the results with the theoretical temperature dependence calculated as described in section 2.7. The main purpose of these experiments was to validate our ΔDD measurement method, but also to preliminarily test a method that we intend to employ in the future for producing calibration gases with known ΔDD. A similar thermodynamic equilibrium gas-based calibration approach has been applied for other clumped isotope measurements, e.g. CO 2 , CH 4 , O 2 , N 2 .
35-39
For these experiments we used two "heating tubes" which have 
| Theoretical calculation of thermodynamic DD equilibration
The thermodynamic equilibrium constant for the three hydrogen isotopologues was calculated from molecular masses and internal partition sums, 40 
| Calculations and error estimation
δD and δDD values were calculated from the raw cps values using the definitions from section 2.1, considering the gas in bellow A as "reference". For ΔDD calculation in the present work, conversion to the VSMOW scale was not necessary.
The analysis of one sample consists of a series of independent measurement cycles (usually between 10 and 20 cycles, see section 2.4) each giving one data point. Each such measurement series undergoes a manual quality check and the "bad" measurements are flagged (these are mostly due to errors in the automatic pressure adjust, or drift in the peak position). The resulting δD or δDD value for one sample is the average of the remaining "good" data points, and the standard error over these gives the measurement precision for that sample.
The ΔDD of a gas can in principle be estimated from the abundances of DD, HD and HH, using Equation 4 from section 2.1.
However, application of Equation 4 requires knowledge of the absolute abundances of the three isotopologues but, as mentioned above, a calibrated standard for DD is not available. Therefore, we used as a reference for the ΔDD calculation one of the gases that were heated to 850°C. We chose (somewhat arbitrarily) the gas analyzed during Experiment 576, which had been heated to 850°C
for 8 h, and we assigned it a ΔDD value of 19‰, which is the theoretically calculated value corresponding to this temperature. The sample ΔDD value was then calculated using the formula:
The standard error of ΔDD was calculated by error propagation, from the errors of the δD and δDD values, considering the individual errors to be not correlated. Figure 4 shows the statistical distribution of the standard deviations and standard errors of all experiments, for both δD and δDD values.
| RESULTS
| Precision of one sample measurement
The standard deviation, which mainly represents the random error, is typically around 1‰ for δD and 15‰ for δDD values. The typical standard error of a complete measurement is better than 1‰ for δD and typically 2-6‰ for δDD values. These values are close to the statistical precision limits for δDD but not for δD values, for which the shot noise limit would be much lower because of the higher signal. This indicates that isotopic variability due to variations in instrument conditions associated with the "peak hopping"
procedure is of a magnitude that lies between the counting statistics error for the δDD (standard deviation~8‰) and δD (standard deviation~0.1‰) values.
In general, instrument stability is one of the main factors limiting the measurement precision, with the peak position often drifting during the measurement. In addition, the decrease in pressure during a measurement cycle between two pressure adjust steps, which gradually becomes larger, starts to affect the results significantly at high bellow compression. Because of these effects, the precision of the average result does not increase any more after a relatively short number of measurements (compared with typical dual-inlet measurements), as shown in the Allan variance plots in Figure S2 (Supplement 3, supporting information).
We tested measuring at lower source pressure, in order to assess the capability of measuring smaller samples. We observed as expected a small decrease in precision with pressure, but no systematic differences in the ΔDD results -see Figure S2 (Supplement 3, supporting information). A normal measurement (source pressure of 2.5e-7 mbar) requires about 5 mL of H 2 , which is a pressure of 125 mbar in the 40-mL bellow (all gas volumes are at standard laboratory conditions unless specified differently). We obtained good measurements even with a sample size of about 1.5 mL H 2 . In these measurements the source pressure was about half the normal pressure and measurements were started with the bellows partly compressed. 
| Medium-term reproducibility
| Heating experiments
An overview of the heating experiments is given in Table 4 . Some one of these has an extreme enrichment in DD, with an initial ΔDD value of about +26000‰. We included this gas in order to verify that starting with a very anomalous composition does not influence the final ΔDD value after equilibration, and the results prove that this is the case. Indeed, the results of all four gases are similar. Gas 4 seems to have generally higher ΔDD values -the cause is presently unknown,
but this was the last tested gas, during a period when a contamination with N 2 was also observed, indicating possible air leakage into the sample.
The theoretical temperature dependence curve, calculated as described in section 2.7, is also shown in Figure 6 . The experimental results fall well around this line, except for Gas 4 as mentioned above.
The scatter around the calculated temperature curve has been estimated as the standard deviation of the residuals. The observed scatter is between 4 and 12‰ for the different gases, which is comparable with the scatter of repeated measurements as shown in Table 2 .
As explained above, one of the experimental results where H 2 was heated to 850°C was used as reference for the calculation of the ΔDD value. The results would be slightly different if we chose the gas from another experiment as a reference; however, changing the reference would mainly introduce a "vertical" shift of all values in Figure 6 , but would not change the shape of the curve. Therefore, we can confidently state that the experimental evolution of ΔDD with temperature is as expected.
The fact that the experimental results reproduce the theoretical dependence of ΔDD on equilibration temperature: (1) provides a convincing validation of our measurement method; (2) demonstrates that no significant re-equilibration occurs inside the instrument; and (3) implies that this method holds potential for producing a calibration scale.
| Mass stability
The peak position stability is essential for the H 2 measurements, because the flat shoulder part of the HD and DD peaks next to the interfering adduct peaks is very narrow (Figure 1) . Moreover, the peak position has to be precisely reproduced after each peak hopping, i.e.
for each individual determination of an ion signal. At the low field strengths required for analysis of the light isotopologues of H 2 , the MAT 253-Ultra is in principle able to find the narrow plateaus (peak shoulders) after each peak jump. However, at the sub-mu level needed for the measurements presented here, the peak stability was somewhat unpredictable, with stable time periods followed by unstable ones or even large jumps that we could not explain. 
| Storage in bellows and containers
The stability of the sample (see section 3.2) shows that the containers that we used are stable for H 2 traditional and clumped isotope measurements over the time range of a few months, and thus suitable for storage of pure H 2 samples.
In several tests we stored H 2 in bellows overnight, and we measured δD and δDD values before and after. We also tested the storage volumes between bellows and the valve to the source, storing the H 2 for about 1 day and measuring before and after (tests 499 and 500). No significant difference was observed in any of these, which suggests that no re-equilibration takes place inside the instrument over time intervals of several hours. 
| Precision
The ΔDD precision of 2-6‰ obtained for a sample of 5 mL is sufficient to detect the expected differences between environmental samples, and also temporal and spatial variations in atmospheric H 2 .
The precision depends on the number of usable data points that can be obtained for one sample, which is limited by the peak position stability, and by the larger pressure decrease between two pressureadjust events at low bellow volume (high compression).
It is evident that instrument stability is the key requirement when attempting isotope ratio measurements sequentially and under dynamically changing intensities rather than simultaneously. The results demonstrate that the MAT 253-Ultra instrument is generally sufficiently stable to allow measurements of a signal of merely 30 cps for DD over several hours and under dynamic conditions near the counting statistics level. The system is generally able to repeatedly position the ion beams into the collectors in a reproducible manner at a precision of 0.1 mu at the extremely low magnetic field strengths that are required for these light molecules. thus, much smaller quantities of gas would be needed in such cases.
| Sample size
| Reproducibility and stability
As shown in section 3.2, repeated measurements over several weeks to months of the same sample give stable results, consistent with the measurement precision. This fulfills an essential validity condition for our measurements. In addition, this shows that pure H 2 samples can be stored for months in containers without significantly altering their ΔDD signature.
| Instrumental improvements
Some of the current limitations in precision and sample size needed could be overcome with relatively simple changes in the instrument software. Implementing a procedure of peak position correction transfer in the software (i.e. scan a peak, define a correction, and apply it to other peaks), and/or a peak centering based on a shoulder scan, would allow the peak positions to be adjusted during a measurement, which would result in longer usable measurement sequences. A continuous pressure adjustment would improve/allow measurements at lower bellow sizes, and thus with lower sample size. With these improvements we estimate that the measurements on a sample size lower than 1 mL should be possible, with a precision of a few per mill. In the case of atmospheric samples, for a quantity of 1 mL H 2 , one needs 2 m 3 air (2000 L) at the normal atmospheric H 2 mole fraction of 500 ppb. 
| Extraction of H 2 from air (gas) samples and its potential utility
In order to analyze natural samples, it is necessary to extract pure H 2 from a variety of gases or air. Extracting H 2 is more difficult than for most other common gases, because H 2 has a very low condensation point. The method foreseen includes a combination of cryogenic and gas chromatographic separation steps. The use of He as a carrier gas is not possible for this application because it is very difficult to separate from H 2 afterwards. If significant amounts of He remain in the H 2 sample, the DD peak would be located on the He peak tail.
One of our main interests is measuring ΔDD of atmospheric H 2 , but very interesting applications are related to other fields like geology and (micro)biology. For H 2 formed in thermodynamic equilibrium, the ΔDD anomaly will be linked to the temperature of formation. We expect this to be the case for some geologic samples, for example, in gas emitted from H 2 -rich seeps and volcanoes. On the other hand, the H 2 of microbiological origin (e.g. fermentation or N 2 fixation) is not necessarily at thermodynamic equilibrium; such a phenomenon has been observed for CH 4 . 47, 48 In that case, it is likely that the ΔDD anomaly (when the formation temperature is known) will inform us about processes taking place at the molecular level during H 2 formation.
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